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.: It indicates disconnection or displacement of load cell wires or load cell failure. 

.: It indicates short circuit of load cell wires. 

  

Simple mode: In this mode, two relays of device operate separately, i.e. relays state will change 

when the weight goes over their set points, and they will return to their normal state when it’s lower than 

setpoints. Normal mode of relays can be determined via  menu. In this mode IN1 digital input 

operates as an external tare and IN2 is inactive. 

Automatic loading and discharging mode: In this mode, OUT1 is for loading and OUT2 is for 

discharging. Digital input IN1 activates output OUT1 to starts loading to achieve the setpoint1 and after 

the delay (customizable via .) if the input IN2 is activated, the discharging operation starts and 

will continue to reach the setpoint2, after the delay (customizable via .) it stops. If inputs are 

always active, the loading and discharging operation will continue non-stop. The maximum number of 

cycles can be determined via menu. Batch counter is displayed at the start of each loading and 

total amount of weight loaded is indicated at the end by blinking. 

Two different materials automatic loading mode: In this mode, the digital input IN1 starts 

loading then outputs will be active one by one and continue loading to achieve their setpoints. The digital 

input IN2 stops or inactivates outputs immediately. 

One material with two different speed automatic loading mode: In this mode, OUT1 is for 

high speed loading (coarse) and OUT2 is for low speed loading (fine). By activating digital input IN1, 

outputs will be activated together. When it goes over the setpoint1, the first output will be inactivated 

then when it goes over the setpoint2 the second output will be inactivated. The digital input IN2 stops or 

inactivates outputs immediately. 

Reductive loading mode: In this mode, OUT1 is for loading and OUT2 is for discharging. 

With activating digital input IN1, output OUT1 (charge) starts loading to achieve the setpoint1. Each 

time the IN2 is activated, OUT2 (discharge) will be activated and will reduce weight equal setpoint2. It 

can continue until the weight value is more than Setpoint2. 

Hold         for 12 seconds to display  (blinker), then press        . 
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In order to enter this section, hold         while the device is off, then turn it on. 

 

 
 

Enter the desired float number. 

 

 

 

Enter the maximum capacity of load cells. 

 

 

 

Enter the MV/V value or load cells sensitivity. 

 

 
Select the resolution value from, , … and. 

 

 
 

Enter the digital filter level or updating time per second from to . 
 

 

Enter the tare value or dead weight, if required. 

 

Select the device mode from to , considering the aforementioned 

explanations. 

 

In order to display the “load in air” or infusion menu, enterand to hide it, 

enter . 

 
 

For the activation of automatic resetting at the loading initiation, enter. 

 

In order to activate the manual calibration, enterand to inactivate it, enter 

 

For the normally close state of first output relay, enter and for the normally 

open state, enter. 
 

For the normally close state of second output relay, enter and for the 

normally open state, enter. 
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Hold        , the term Ais displayed, while holding the key 

 

Push        . The display will show zero. 

 

 

 

 

 

 

 

 

If the indicated weight is not equal to the real load value, it can be calibrated manually as following. It is 

obvious that after performing the manual calibration, the Capacity parameter value (in the main setting 

section) will change automatically. 

After tare, put the weight with the determined value on the balance, and start the calibration. 

 

 

 
Hold         for 5 seconds. 

 

 

The display starts to blink. 

 

 

 

By using         and          , enter the desired weight and push  

 

 

 

 

If the calculated new load cell capacity is not in the admissible range, the system 

will return to the previous step and will not quit the blinking state. 

 

Push       and hold it. The term Pis displayed, while holding       . By using       and       , select the 

desired formula. 
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In order to enter the menu while the device is on, push  

 

Enter the desired final weight in order to load from the first relay. 

 

 

Enter the desired final weight in order to load from the second relay. 

 

Enter the desired number of batches. 
 

- If s.it redirects to PAand the Amenus won’t be displayed. 

 

Enter the leakage value after the stop command for the first output. 

 

 

Enter the leakage value after the stop command for the first output. 

 

 

 

 

 

 
In order to enter the menu hold         for 5 seconds. 

 

Enter the delay time at the beginning of loading. 

 

 

Enter the minimum time of loading. 

 

 

Enter the delay time in the discharge after achieving the Avalue. 

 

In order to activate the batching function, enterand to inactivate it, enter 


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